JCM

Journals.ASM.org

Lower-Sensitivity and Avidity Modifications of the Vitros Anti-HIV
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Recent-infection testing assays/algorithms (RITAs) have been developed to exploit the titer and avidity of HIV antibody evolu-
tion following seroconversion for incidence estimation. The Vitros Anti-HIV 1+2 assay (Ortho-Clinical Diagnostics) was ap-
proved by the FDA to detect HIV-1 and HIV-2 infections. We developed a less-sensitive (LS) and an avidity-modified version of
this assay to detect recent HIV infection. Seroconversion panels (80 subjects, 416 samples) were tested to calculate the mean du-
ration of recent infection (MDR) for these assays. A panel from known long-term (2+ years) HIV-infected subjects on highly
active antiretroviral therapy (HAART) (n = 134) and subjects with low CD4 counts (AIDS patients [n = 140]) was used to mea-
sure the false-recent rate (FRR) of the assays. Using a signal-to-cutoff ratio of 20 and the LS-Vitros assay gave a RITA MDR of 215
days (95% confidence interval [95% CI], 65 days) and using an avidity index (AI) of 0.6 gave an MDR of 170 days (+44 days),
while a combination of the two assays yielded a MDR of 146 days (+38.6) and an FRR of 8%. Misclassifying subjects with known
long-term infection as recently infected occurred in 14% of AIDS patients and 29% (95% CI, 22, 38) of HAART subjects and 3%
(95% CI, 0.8, 7.2) and 42% (95% CI, 33, 51), respectively, for the LS- and avidity-modified Vitros assays, with a misclassification
rate of 15% (95% CI, 11, 20) overall using a dual-assay algorithm. Both modified Vitros assays can be used to estimate the length
of time since seroconversion and in calculations for HIV incidence. Like other RITAs, they are subject to high FRR in subjects on

HAART or with AIDS.

hile the detection of recent HIV infections is useful for in-

dividual patient counseling and management, it is essential
for calculating the HIV incidence in a population. Monitoring
incidence is important for tracking the epidemic and essential in
evaluating the need for and effectiveness of HIV prevention pro-
grams (2). Incidence calculations can be done through longitudi-
nal studies of cohorts or serial cross-sectional population serolog-
ical surveys; these can be difficult and expensive to conduct and
are prone to biases (1, 4, 15). To overcome this limitation, cross-
sectional incidence testing was devised to capture individuals who
were acutely infected; however, the short mean duration of recent
infection (MDR) of detecting infection limited the effectiveness of
this method (3). By diluting plasma samples from HIV-infected
individuals and lengthening the MDR of detection of the assay, a
larger number of recently infected individuals could be identified
in HIV antibody detection assays (18). HIV investigators and pub-
lic health laboratories developed the serological testing algorithm
for recent HIV seroconversion (STARHS) to differentiate recent
from established HIV infection in cross-sectional cohorts (17).
The early approaches of the STARHS algorithm used a sensitive
HIV antibody test to accurately identify individuals who were in-
fected within weeks of infection, followed by a less-sensitive (LS)
anti-HIV test to identify individuals who were still early in infec-
tion with evidence of evolving seroconversion (18, 25). The quan-
titative nature of the LS assay enables calculation of a mean dura-
tion of recent infection using seroconversion panels to determine
the duration of time between HIV seroconversion and the time at
which a given threshold of the assay is attained (2). The rate of
detection of persons with recent infection in a screened popula-
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tion can then be used to interpolate population incidence rates
(18). Currently, there are no tests approved by the FDA for detect-
ing recent HIV infection.

One of the main problems with using serological assays for
identifying recent infection is the detection of “false-recent” infec-
tions as a result of low-titer or low-affinity binding antibodies (13,
22). For individuals who are on highly active antiretroviral ther-
apy (HAART) or who are naturally able to control the virus, such
as “elite controllers” (ECs), there is a loss of circulating antigen or
virus to boost antibody production (8). Additionally, low-titer or
low-affinity binding antibodies can occur following waning im-
munity in individuals with low CD4 count or clinical AIDS (12).
To try to exclude these individuals from incident infection calcu-
lations, other parameters such as antibody avidity have been as-
sessed to detect individuals who are truly recently infected. These
parameters can be combined into algorithms known as recent-
infection testing algorithms (RITAs) (4). Laboratory methods for
incorporation into accurate RITAs are now the focus of intensive
study. Performance metrics include (i) the mean duration of re-
cent infection intervals at various thresholds of detection, and (ii)
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the ability of these assays/algorithms to correctly discriminate in-
dividuals who are truly recently infected from false-recent mis-
classifications (“false-recent rates” or FRR) (9).

One problem with establishing an algorithm for recent HIV
acquisition is the life span of the test used. Manufactured products
for HIV detection have been in constant flux; whether due to
manufacturer discontinuation or changes in availability, the as-
says used for recency testing need constant updating. Our primary
test for recent HIV detection was the LS or “detuned” Vironostika
assay; however, the production of this assay was discontinued
early in 2008. Other research groups used the BED capture en-
zyme immunoassay (CEIA) for testing recent infection; however,
after comparison of longitudinal incidence results to cross-sec-
tional BED CEIA calculated incidence, it was determined that the
assay was misclassifying recent infection and required analytical
correction for this (14, 16). Since then, we and other researchers
have been faced with making the transition to another assay for
the detection of recent infection and the need to calibrate and
validate new RITA assays.

In March 2008, Ortho-Clinical Diagnostics announced that
the U.S. Food and Drug Administration (FDA) approved the Vit-
ros Anti-HIV 1+2 assay (a registered trademark of Ortho-Clinical
Diagnostics) as a new diagnostic assay for the detection of anti-
bodies to HIV types 1 and/or 2 (anti-HIV-1 and/or anti-HIV-2).
The Vitros platform is fully automated, with assay completion in
less than 50 min. The system uses proprietary enhanced chemilu-
minescence (ECi) detection technology to provide excellent assay
performance characteristics, including high sensitivity for early
seroconversion. We present an evaluation of adapting the Vitros
HIV assay to identify individuals with recent infection. These ad-
aptations included a titer using diluted samples and an antibody
avidity test using a guanidine-incubated sample to dissociate
weakly bound antibodies. We reasoned that it may be possible that
the LS- and avidity-modified Vitros methods could be used in
concert in order to improve detection of individuals with recent
HIV infection and reduce the misdiagnosis of recent infection in
AIDS patients or HAART-treated patients with low antibody ti-
ters.

HIV-positive specimens, previously tested with other sensitive
and less-sensitive assays, were used to calibrate the results of the
modified Vitros assays, the LS- and avidity-modified Vitros as-
says, relative to the results from the Vironostika LS-EIA and BED
capture enzyme immunoassay (BED CEIA) assays. Using speci-
mens from individuals with recent and long-term HIV infection,
we performed sample titrations and identified the optimal dilu-
tion that gave the best correlation with Vironostika LS-EIA and
BED assays. By comparing diluted-sample results to the results of
previous less-sensitive HIV-1 testing methods, we determined a
threshold corresponding to the cutoffs for recent HIV as deter-
mined by the Vironostika LS-EIA and BED assays. This compar-
ative method has been previously used during conversion to
newer incidence assays (25). Once the assay conditions were es-
tablished, we were able to calculate the MDR for these assays at
various cutoffs using panels from a cohort of individuals sampled
during seroconversion. This series of samples consisted of 80 in-
dividuals with 3 or more serial samples taken during the serocon-
version period. These samples were tested by both less-sensitive
and avidity-modified Vitros assays to calculate the MDR for these
assays. A statistical analysis was performed, and the MDR was
calculated for a number of cutoffs. We also evaluated the fre-
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quency of false-recent misclassifications based on analysis of sam-
ples from patients with long-standing HIV infections who were on
suppressive HAART therapy and patients with clinical AIDS and
low CD4 levels.

MATERIALS AND METHODS

Clinical samples. All specimens evaluated in the current study were con-
firmed seropositive plasma samples that had been stored at —80°C and
then thawed overnight at 4°C or at room temperature prior to analysis.
Samples from HIV-positive repeat blood donors from the American Red
Cross (n = 86) with documented seroconversion within the past year were
used to calibrate the dilution and assay cutoff conditions for the LS-Vitros
assay. The dilution and cutoffs were then used to test a larger group of
first-time and repeat HIV-positive blood donors (n = 710) who had been
previously tested by the BED and LS-Vironostika RITA assays. To quan-
tify the recent infection MDR of these assays, we tested 359 serial blood
samples from 71 subjects enrolled in the HIVNET study (5). To supple-
ment these samples, we tested serial samples from an additional nine
subjects (57 samples) identified at well-defined stages of very early infec-
tion according to the Fiebig algorithm and monitored with monthly and
quarterly blood sample collections for 15 months. These subjects were a
subset of the individuals in a cohort of 19 sexually transmitted disease
(STD) clinic attendees collected between 2009 and 2011 for the Centers of
Disease Control and Prevention (CDC). To investigate the ability of the
assay to correctly discriminate recent from long-term infections, we tested
samples from patients who were chronically infected with HIV (21).
These patients had well-documented long-term HIV infections and were
either on HAART (n = 134) or had low CD4 counts consistent with an
AIDS diagnosis (n = 140); these samples were tested to discern whether
the assay could correctly identify long-term infection. All samples were
preexisting and were tested without linkage to specific subject identifiers
(Table 1). This project was approved by the University of California, San
Francisco (UCSF) Committee for Human Research.

Ortho Vitros HIV 1+2 assay. The Vitros Anti-HIV 142 assay (a reg-
istered trademark of Ortho-Clinical Diagnostics, Rochester, NY) contains
four recombinant antigens (HIV-1 Env 13, HIV-1 Env 10, HIV-1 p24, and
HIV-2 Env AL) derived from HIV-1 core, HIV-1 envelope, and HIV-2
envelope proteins. The assay uses a two-stage reaction: HIV antibodies
present in the sample bind with HIV recombinant antigens coated on the
wells, and after unbound antibodies in the sample were removed by wash-
ing, horseradish peroxidase (HRP)-labeled recombinant HIV antigens are
added in the conjugate reagent. The conjugate binds specifically to any
human anti-HIV-1 or anti-HIV-2 (IgG and IgM) captured on the well in
the first stage. The bound HRP conjugate was measured by a lumines-
cence reaction, the intensity of which is indicative of the level of anti-
HIV-1 and anti-HIV-2 present in the clinical sample.

Optimization assays. To optimize the best dilution required for the
LS-modified application, a titration was performed that included undi-
luted and diluted plasma samples. The diluted plasma samples were di-
luted 1:100, 1:400, 1:1,000, and 1:4,000 and had been previously tested by
BED and Vironostika LS-EIA. Using a regression analysis, the LS-Vitros
was calibrated to the BED and LS-EIA assays at each dilution. The optimal
dilution that gave the highest correlation coefficient for both LS-EIA and
BED was selected for further study.

LS-Vitros assay. The optimized version of the LS-Vitros assay uses a
1:400 dilution of HIV-positive sample in normal human plasma, with the
assay run in duplicate. In the early stages of LS-modified assay develop-
ment, the dilution of the HIV-positive plasma sample in normal, nonre-
active human plasma was prepared using a two-step (diluted 1:20 twice)
manual dilution. However, automation of this step is possible by trans-
ferring this dilution step to the Vitros platform after further development
of system programming. Diluent plasma was purchased from Seracare
(Milford, MA) or obtained from Blood Centers of the Pacific (San Fran-
cisco, CA) and prepared by filtration and testing against prior lots of
plasma to test for consistency based on results of testing calibrators using
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TABLE 1 Demographic and clinical characteristics of study subjects

Group or panel and characteristic Value for characteristic

Blood donors”

Total no. 710
No. of first-time donors 624
No. of repeat blood donors with known 86

interdonation interval

Seroconversion panel”
No. of individuals

Total 80
HIVNET study 71
SIPP¢ 9
Treated SIPP? 9

No. of samples

Total 416
HIVNET study 359
SIPP 59
Treated SIPP 90

Median no. of days followed postinfection

(IQR?)
HIVNET study 499 (350-782)
SIPP 328 (259-366)
Treated SIPP 478
Challenge panel’
No. of total individuals with long-term 274
infection

HAART-treated individuals
No. of individuals 134
CD4 count, median no. (IQR) 628 (560-737)

Viral load, median no. (IQR) <50 (NAS®)
AIDS patients

No. of individuals 140

CD4 count, median no. (IQR) 18 (7-33)

Viral load, median no. (IQR) 83,817 (31,972-261,939)

@ Used for calibration to other RITA assays.

b Longitudinal panels of early HIV infection used for calculation of MDR and to
calculate the false-recent rate (5).

¢ SIPP, Serolncidence Panel Project at UCSF.

4 Not included in MDR calculations.

¢IQR, interquartile range.

fLong-term infection cohort samples used to challenge assays in false-recent rate
detection (21).

£NA, not available.

the LS-Vitros assay. After the samples were diluted, the fully automated
Vitros ECi robot took 49 min to run each sample in the assay and to report
the results as signal-to-cutoff (S/C) values. The Vitros ECi robot has the
capacity to run 70 samples per hour, while newer models have much
higher throughput. Using samples previously tested by Vironostika, we
identified potential S/C values for optimal discrimination of recent infec-
tion.

Avidity-modified Vitros assay. The avidity-modified Vitros assay was
performed using methods similar to those previously published for an
HIV avidity assay developed using the AXSYM automated system (6, 20).
In brief, 1 M guanidine (aminomethanamidine HCI) was prepared. Sam-
ples were diluted in duplicate in 200-pl aliquots at 1:10 in phosphate-
buffered saline (PBS) or 1 M guanidine, using 20 .l of plasma to 180 pl of
PBS or guanidine. The samples were mixed by gentle pipetting, taking care
not to create bubbles, and incubated at room temperature for 10 min.
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Both guanidine- and PBS-treated duplicates were tested using the manu-
facturer’s recommended procedure for the Vitros HIV 1+2 testing. The
readings were determined with the Vitros software and reported as S/C
values. The avidity results were reported as an avidity index (AI), which
was calculated as a ratio of the S/C of the sample incubated in guanidine to
the S/C of the sample incubated in PBS.

BED assay. The HIV-1 BED CEIA (Calypte Biomedical Corporation,
Portland, OR) was performed according to the manufacturer’s instruc-
tions as previously published (24). Briefly, 100-pl plasma samples or con-
trol samples, diluted 1:101, were added to the wells on microwell plates.
The wells had previously been coated with goat anti-human IgG antibody.
After incubation and washing, biotinylated HIV-1 branched BED peptide
(gp41) was added, and after a subsequent streptavidin-horseradish per-
oxidase conjugate incubation, the plates were developed with tetramethyl-
benzidine (TMB), and the optical density (OD) was determined. Inter-
pretation was conducted using the Calypte Incidence Excel spreadsheet,
and results were reported as normalized OD (OD-n).

Vironostika less-sensitive enzyme immunoassay. The Vironostika
HIV-1 MicroElisa kit (bioMérieux, I’Etoile, France) LS-EIA was per-
formed as previously described (25). In brief, samples were diluted
1:20,000 using a two-step specimen dilution. Each well on the microtiter
plate was coated with HIV-1 viral lysate proteins, envelope proteins (na-
tive gp160), and a synthetic peptide with HIV-1 group O (ANT 70) (7).
Reconstituted peroxidase-conjugated goat anti-human (Enzabody) anti-
body was added to each well, followed by incubation at 37°C for 30 min.
After incubation and washing, plates were developed and read with a
spectrophotometer. Results were reported as optical density. Standard-
ized OD (SOD) values were calculated by subtracting the median nega-
tive-control (NC) OD from the median specimen OD and dividing by the
median OD of an HIV-positive calibrator (CAL) in the respective assay
runs.

MDR analysis. Longitudinal observations (n = 416) from 80 subjects
who were documented to seroconvert to HIV were used in the estimation
of mean duration of recent infection (MDR) (23). Using Kaplan-Meier
methods, the mean survival was calculated from the time between the
estimated seroconversion date to the estimated date the subject reached
the cutoff value or the earliest cutoff value for the assay combination
algorithms. For cases with donation intervals of more than 90 days be-
tween their last HIV-negative and first HIV-positive blood donation day,
the number of days since seroconversion were multiply imputed (10
times) and were conditionally no longer than the number of days since the
last negative HIV test and no shorter than the number of days since the
first positive HIV test. The number of days since seroconversion was as-
sumed to be the midpoint between the last negative and first positive test
dates when the interval was =90 days. The slope and intercept from a
random-effect regression, and LS S/C or avidity index were the variables
in the multiple imputation regression models. The day the subject reached
the cutoff value was linearly interpolated from the last known day below
the assay cutoff value and the first known day above the assay cutoff value.
If the subject did not reach the cutoff value, the data were censored at the
earliest day of the highest measurement value. Specimens from HAART-
naive subjects collected 1 to 3.5 years after seroconversion were used to
calculate the combined assay false-recent rate. One specimen per subject
was randomly selected. Those subjects (n = 38) with evidence of HIV
infection greater than 1 year and with both assay measurements below
their respective threshold values were considered to have a false-recent
infection.

RESULTS

Performance characteristics. A series of titrations (undiluted and
diluted 1:100, 1:400, 1:1,000, and 1:4,000) were run with samples
from 80 repeat blood donors with documented seroconversion
within the past year. This was done to determine the dilutions that
best correlated with the Vironostika LS-EIA and BED assays. Fig-
ure 1 compares LS-Vitros results from dilutions of samples with
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FIG 1 Correlation of LS-Vitros S/C values with BED and Vironostika LS-EIA SOD values by assay dilution. Various dilutions of plasma from repeat blood
donors were used to determine which dilutions yielded the highest correlations. Correlations for plasma samples that were diluted 1:4,000 (A and B),
1:1,000 (C and D), 1:400 (E and F), and 1:100 (G and H) and not diluted (I and J) are shown. Standard dilutions for Vironostika (1:20,000) and BED
(1:100) were used. The 1:400 dilution yielded the highest r* value (0.74) for the Vironostika versus LS-Vitros correlation and for the BED versus LS-Vitros
correlation (0.55).
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FIG 2 (A to C) Predicted values for LS-Vitros and BED assays. For 710 samples from first-time and repeat blood donors, LS-Vironostika, LS-Vitros, and BED
low-sensitivity assays were performed. Correlations between the assays were calculated. Vironostika versus Vitros comparison had an r* value of 0.65 (A),
Vironostika versus BED had an 7* value of 0.61 (B), and Vitros versus BED had an r* value of 0.47 (C). The table lists cutoff values converted from the Vironostika
LS-EIA to BED and LS-Vitros using the linear regression curves in panels A and B.

Vironostika and BED results. Standard protocols for low-sensitiv-
ity EIA by Vironostika (1:20,000) and Calypte HIV-1 BED CEIA
(1:100) were used. After comparing the LS-Vitros to the Virono-
stika and BED (Fig. 1E and F), an LS-Vitros dilution of 1:400 was
determined to give the highest correlation (r* = 0.74) between
LS-Vironostika and LS-Vitros. The same dilution yielded the
highest correlation between the BED and LS-Vitros (* = 0.55),
though the correlation coefficient was somewhat lower with the
BED assay. On the basis of these data, we used a 1:400 dilution as
optimal for the LS-Vitros assay.

Calibration of the LS-Vitros assay. First-time and repeat HIV-
positive blood donor samples (1 = 710) were tested by Vironos-
tika LS-EIA, LS-Vitros (1:400 dilution), and BED assays, and re-
gression analyses were performed to estimate the predicted values
for LS-Vitros corresponding to the selected and commonly used
values for LS-EIA and BED (Fig. 2). The correlations of the Vi-
ronostika LS-EIA and LS-Vitros results (Fig. 2A; r* = 0.65) and
the Vironostika LS-EIA and BED results (Fig. 2B; * = 0.61)
yielded the highest coefficients, with the LS-Vitros and BED cor-
relation coefficient somewhat lower (Fig. 2C; r* = 0.47). Using
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these trend line equations, the cutoff value of Vironostika LS-EIA,
defined as an SOD of 1.0, was used to calibrate the corresponding
cutoffs for the other assays. We found that the equivalent value for
LS-Vitros was an S/C ratio of 20, and for the BED assay, it was 0.6
OD-n units, as listed in the table in Fig. 2. Further study with
seroconversion panels enabled us to assess alternative cutoff val-
ues with corresponding MDR.

Period of recent infection. There were 416 observations, col-
lected at times prior to initiation of therapy or diagnosis of AIDS,
from 80 subjects with three or more longitudinal samples follow-
ing well-documented seroconversion, included in this analysis.
Various cutoffs were explored for both the LS- and avidity-mod-
ified Vitros assays. The mean duration of recent infection and
confidence limits are given for each cutoffin Tables 2 to 4. With an
S/C ratio cutoff of 20, the LS-Vitros mean duration of recent in-
fection was 215 days (95% confidence interval [95% CI], *65
days) (Table 2). With a cutoff of 0.6 for Al for the avidity-modified
Vitros assay, the mean duration of infection was 170 days (+44
days) (Table 3). The combination of these assays into an algo-
rithm, whereby both assay measurements must remain below
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TABLE 2 Mean recency period estimates for LS-Vitros assay”

Recency period (days)
S/C ratio cutoff 95% confidence False-recent
value Mean SD limits rate
10 105.8 16.5 73.5,138.2 7.9
15 152.7 25 103.8, 201.7 13.5
20 2154 33.3 150.1, 280.7 15.8
25 315.6 52.6 212.6,418.6 18

@ Results mentioned in the text are shown in boldface type.

their respective cutoff values to be defined as recently infected, has
a corresponding MDR of 146 days (*+39 days) (Table 4). Using a
small sample set from these subjects who were followed longer
than 1 year after infection (n = 38), we calculated a combined
algorithm false-recent rate of 8% (95% CI, 2, 21).

A number of specimens (9 untreated and 9 treated) were fol-
lowed from the date of HIV nucleic acid test positive (antibody
negative) to more than 300 days after infection by both LS and
avidity-modified Vitros assay (Fig. 3A). In individuals who were
treated during the early days of infection, most individuals did not
reach threshold cutoff values for these assays (Fig. 3B). This dem-
onstrates the confounding effect of early treatment on immune
maturation.

Challenging the accuracy of detecting recent infection. A
panel of long-term infected individuals on HAART or with AIDS
(CD4 < 50) were studied to investigate whether the LS- and avid-
ity-modified Vitros HIV assays at the various cutoffs would mis-
classify as “false-recent” samples that were prone to have lower
antibody titers or lower antibody avidity. The results were com-
pared to other currently used assays for the detection of recent
infection. LS-Vitros, avidity-modified Vitros, and BED assays
were performed on all individuals in these groups (Tables 2 to 4).
Using a cutoff for LS-Vitros of 20 S/C, 14% (95% CI, 9, 21) of
AIDS patients and 29% (95% CI, 22, 38) of individuals who were
on HAART were misclassified as recently infected. Using a cutoff
of 0.6 for BED, 22% (95% CI, 16, 30) and 12% (95% CI, 7, 9),
respectively, of these AIDS patients and HAART-suppressed pa-
tients were identified as recently infected. Using a Vitros avidity
index cutoff of 0.6 to identify individuals who were recently in-
fected, we found 3% (95% CI, 0.8, 7.2) and 42% (95% CI, 33, 51),
respectively, of these AIDS patients and HAART-suppressed pa-
tients were misclassified as recently infected. Combining the as-
says in an algorithm improved the FRR. Calculating the concor-
dant results between both LS- and avidity-modified assays can
create a RITA algorithm that yields an overall FRR of 15% (95%

TABLE 3 Mean recency period estimates for avidity-modified Vitros
assay”

Recency period (days)

Avidity index 95% confidence False-recent
cutoff value Mean SD limits rate

0.5 123.9 19 86.7,161.2 5.3

0.55 136.7 19 99.3,174.0 53

0.6 169.7 22.4 125.9, 213.5 7.7

0.65 201.9 22.9 156.9, 246.9 7.9

0.7 223.9 25 175.0, 272.9 10.8

“ Results mentioned in the text are shown in boldface type.
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TABLE 4 Mean recency period estimates for the algorithm combining
the LS and avidity-modified Vitros assays”

Recency period (days)

S/C ratio

cutoff Avidity index 95% confidence  False-recent
value cutoff value Mean SD  limits rate

15 0.7 162.7  23.4 116.8,208.5 10.8

20 0.6 146 19.7 107.4,184.7 7.9

20 0.65 174 21.5 131.8,216.1 7.9

20 0.7 191.8 235 145.8,237.9 10.5

25 0.6 162.2 239 115.4,209.0 7.7

25 0.65 191.7 253 142.0,241.3 7.7

@ Results mentioned in the text are shown in boldface type.

CI, 11, 20) (Table 5). Using additional assays, such as the BED
assay, further improves the overall FRR to 5% (95% CI, 2.8, 8.4).

DISCUSSION

To understand the current state of HIV infection dynamics in a
population, one needs to calculate the incidence of infection in
that population. This will be essential in directing where preven-
tion programs are needed and to power clinical studies and vac-
cine trials designed to reduce transmission rates. Those individu-
als who recently acquired HIV infection have high viral load
within the first weeks of infection, and this may put them in a
high-risk category for transmission to others. Since the acute
phase of HIV infection is short-lived and the clinical manifesta-
tions are similar to other viral infections, an individual with a
recently acquired HIV infection may not visit a physician. By the
time most individuals test positive for infection, it is difficult to
know when the infection occurred. Assays for the detection of
recent HIV infection will be essential in understanding the state of
disease not only for the calculation of incidence in a population to
drive health interventions but also potentially for use in a clinical
setting to help stage infection acquisition times and direct treat-
ment to guide public health clinical interventions.

The purpose of this study was to explore the possibility of using
modified versions of the FDA-approved Vitros HIV 1+2 assay for
the purpose of detection of recent HIV infection. Modification of
a currently FDA-approved assay for clinical HIV detection pro-
vides some advantages for development of a test for recent infec-
tion. The Vitros system is available in clinical laboratories around
the world not only for the detection of HIV infection but also for
measuring a large variety of clinical analytes. The Vitros assay has
a rapid turnaround time that enables swift clinical intervention if
necessary. This would be especially useful in the clinical laboratory
setting where it would be possible to run the sensitive HIV diag-
nostic assay and subsequently run the detuned or avidity-modi-
fied version of the assay. The LS- and/or avidity-modified assay
results can be generated almost in real-time (within several hours
of initial diagnostic testing) to enable identification of individuals
who are not only infected but also recently infected.

In this study, we were able to modify the Vitros assay so that it
could be used to discriminate between recently acquired and long-
standing infections using two methods, a LS protocol that em-
ploys a dilution step and elevated cutoff and an avidity protocol
that uses a chaotropic agent; these methods investigate both anti-
body titer and quality of antibody binding and hence could com-
plement one another for application in RITAs. Using well-char-
acterized samples from first-time and repeat HIV-1-positive
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FIG 3 Seroconversion panels from treated and untreated subjects who were monitored for >300 days after infection. Seroconversion panels from 9 untreated
and 9 treated individuals were monitored for evolution of LS and avidity-modified Vitros results over the first 500 days of infection. (A) All 9 untreated
individuals reach the selected cutoff values for LS (S/C ratio of 20) and avidity (Al of 0.6) Vitros assays. (B) However, the threshold values for Vitros assays are

not reached for 7 of the 9 individuals.

blood donors with known interdonation intervals, we calibrated
the assays against two previously used assays for detection of re-
cent infection, the Vironostika LS-EIA and BED assays. The LS-
Vitros cutoff was initially selected because it was within the same
range as the cutoffs for the Vironostika assay. This comparison
method was used during transition from the 3A11-LS EIA to the
Vironostika LS-EIA assay (25). We subsequently proceeded with a
more in-depth analysis using seroconversion panels to calculate
the duration of recency and investigate the performance of the
assays using various measurement cutoffs. Although the choice of
cutoffs can be influenced by intended use of the assays, we chose
cutoffs that gave mean durations of recent infection similar to
those of the Vironostika assay. For purposes of recency estima-
tion, we highlight a cutoff S/C ratio of 20 for the LS-Vitros, which
gave an MDR of 215 days (65 days), and a cutoff of 0.6 for the
avidity index, which gave an MDR of 170 days (£44 days). Using

TABLE 5 False-recent rates in challenge cohorts

the combined algorithm in which either of these cutoffs is reached
and using the results from the seroconversion panels, we calcu-
lated a mean recency period of 146 days (+39 days) and a false-
recent rate of 8%. The selection of cutoff values and their corre-
sponding duration periods of recent infection (Table 2) will
require further evaluation and may depend on the application
of the assays. The result of lowering the cutoff of one or both of
the assays is expected to lower the false-recent rate and shorten
the MDR.

Although 80 seroconversion panels were used in calculating
the duration of recent infection, only a small subset of samples was
used in calculating the FRR of the study. A larger set of long-term
infected, AIDS-free, and HAART-naive individuals will be impor-
tant in assessing the true FRR. One of the major problems with
incidence assays is the misclassification of long-term infected in-
dividuals as recently infected. Individuals on HAART therapy may

False-recent rate (%) [95% CI] in cohort by the following assay(s):

BED (OD-n Avidity-modified

cutoff of LS-Vitros (S/C Vitros (AI cutoff LS + avidity- LS + avidity-modified
Cohort® 0.6) cutoff of 20) of 0.6) modified Vitros Vitros + BED
AIDS patients (1 = 140) 22 [16, 30] 149, 21] 3.0 [0.8,7.2] 2.1[0.4, 6.1] 1.40.2, 5.1]
HAART-treated patients (n = 134) 12 (7, 19] 29 (22, 38] 42 [33,51] 28 [21, 37] 9.0 [5, 15]
All patients (n = 274) 17 (13, 22] 21 (16, 26] 21 (16, 26] 15 [11, 20] 5.1[2.8, 8.4]

“ The AIDS patients had a CD4 count of <50. The HAART-treated patients had a CD4 count of >400 and a viral load of <50.
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have low levels of circulating antigen; this affects the magnitude
and quality of the antiviral antibody response. These individuals
have a lower antibody titer which, when tested using detuned or
avidity-modified assays, may result in the appearance of recent
infection. In addition, individuals who are late in their infection
with low CD4 counts have impaired mechanisms of producing
antibodies and also may appear to be recently infected based on
RITAs. By using samples from individuals with long-term infec-
tion that are on HAART with consequent low viral loads or sam-
ples from patients with low CD4 counts, we were able to challenge
the new modified Vitros assays to investigate their ability to accu-
rately distinguish long-term infection from recent infection. Us-
ing these challenge specimens, we found that both LS- and avidity-
modified Vitros assays had difficulty correctly classifying samples
from individuals with low viral load due to HAART treatment;
however, the assays were better able to distinguish long-term in-
fection in individuals with untreated, uncontrolled viral load and
low CD4 count. This illustrates potential problems using serolog-
ical assays to detect recent HIV infection.

The LS-Vitros assay performed relatively better on samples
from individuals with AIDS, while the BED assay performed rel-
atively better on samples from HAART-treated individuals. Rea-
sons for differences in assay performance are difficult to identify;
they may be due to the antigens used in the assays. The BED assay
uses a branched gp41 peptide from clade B, E, and D envelope
(Env); considering the high mutation rate of HIV Env, immune
responses to HIV Env may evolve around the peptide epitope used
in the assay. The Vitros assays use recombinant Env antigens,
which may preserve the tertiary conformation of the proteins in
the assay, enabling better antibody binding to native proteins;
larger recombinant proteins are also likely to have multiple anti-
body epitopes and thus would be less likely to have a loss of anti-
body reactivity due to mutation. The Vitros assays also use the p24
antigen, which is a relatively conserved Gag protein and may pre-
serve a stable antibody response. Recent work has shown that p24
continues to circulate on erythrocytes in individuals with unde-
tectable viral load, as in elite controllers, enabling a boost of the
anti-p24 antibody response (11). In chronic HIV infection, the
loss or dysfunction of CD4* T cells may impede effective antibody
production; neutralizing antibodies have been shown to be re-
stored with increased CD4 cell counts after successful HAART
therapy (19, 26). Considering the more effective discrimination of
false-recent samples in AIDS patients by the avidity-modified Vit-
ros assays suggests that there may be maintenance of a high-avid-
ity antibody response despite CD4™ T cell loss. With the changes
in assays used for the detection of recent infection, substantial
effort is being directed to validate existing RITA assays and to
assess alternative approaches and serial test algorithms, with par-
ticular interest in developing methods for incidence estimation
at the population level and to support intervention trials. Well-
characterized panels of samples are needed in order to validate
new methods in the future, maintain consistency of the defini-
tion of recent infection, and to calculate the MDR for new
assays. A current initiative called the Consortium for the Eval-
uation and Performance of HIV Incidence Assays (CEPHIA),
funded by the Bill and Melinda Gates Foundation, is in the
process of developing large panels of well-characterized sam-
ples for this purpose (http://www.incidence-estimation.com
/page/cephia-overview). The LS- and avidity-modified Vitros
assays will be among the tests rigorously studied using these
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panels. Newer assays, including the limiting antigen assay
(LAg), will also be incorporated into the assay evaluation pro-
gram; this assay uses a lower concentration of coating antigen
and a dissociation step to ensure that only highly avid antibod-
ies remain bound, enabling better discrimination of long-
standing HIV infections from recent HIV infections (10). The
full evaluation of these and other assays with the CEPHIA pan-
els will establish the best ways to test for recent HIV infection
and to determine whether algorithms comprised of multiple
incidence assays will be required.
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